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1 RES1STORS AND CAPACITORS. EXCEPT THOSE 
ARE NUMBERED IN THE FaLLOWiNG cROUPS, 
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2. ALL RESISTORS ARE U2 WAIT UNLESS MARKED OTHERWISE. RESISTOR 
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4. ALL CAPACITORS ARE 1M uF UMLESS MARKED OTHERWISE | 


4. ALL SWITCHES SHOWN 14 FULL COUNTERCLOCKMISE POSITION WHEN VIEWED 
FROM THE KNOB EMD, 


5. FZ INDICATES Common CiRcULT GROUND. 
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6. -SEINDICATES CHASSIS GROUND. 


7. REFER TO THE CHASSIS PHOTOGRAPHS AND CIRCUIT BOARD X-RAY VIEWS 
FOR THE PHYSICAL LOCATION OF PARTS, 


1. COMME VOLTAGES To EITHER COMMON OUTPUT TERMINAL, ALL CIRCUIT 
BOARD CONTROLS FULLY CCW, ALL FREQUENCY SWITCHES AND CONTROL 
CCW, ALL AMPLITUDE SWITCHES AND CONTROLS FULLY CW. VOLTAGES 2108, 
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